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Abs- - This paper describes: (a) A self-made high speed m i v e r  processor which increases the ex- 
perimental repetition rate of time domain experiments. @) Investigations to improve the actual excita- 
tion bandwidth of time domain EPR and ENDOR experiments. (c) Details of a pulsed ENDOR spec- 
trometer with automatic fkquency tuning and the performance of a pulsed ENDOR probehead. (d) 
For the first time three dimensional numerical calculations of the microwave B- and E-field dis- 
tributions of a pulsed ENDOR probehead. 

INTRODUCTION 

The improvement of resolution and sensitivity in pulsed EPR and ENDOR experiments is still a challenge 
for the spectroscopist. In this contribution we report on an early design of a high speed analog signal receiv- 
er parallel digital processor orginally constructed for saturation recovery EPR ( ref.1). Because of the high 
repetition rate of up to 200 lcHz this instrument also becomes very attractive for other time domain EPR ex- 
periments like Fourier Transform (FI') EPR ( ref.2), extended time electron-spin-echo-envelope modula- 
tions (ESEEM) ( ref.3) and FI-EPR detected NMR ( ref.4). 

We then discuss the coupling of microwave resonators in terms of bandwidth and sensitivity. This is of par- 
ticular importance in FI-EPR, soft ESEEM ( ref.5) and FID-detected hole burning experiments ( ref.6). 

Details of a pulsed ENDOR spectrometer working in the frequency range between 3 and 35 MHz with pulse 
power up to 2.5 kW and an automatic frequency tuning loop are presented. The performance of a recently 
introduced pulsed ENDOR probehead ( ref.7-10) with a bridged loop-gap resonator (BLGR) is demonstrat- 
ed on an rf-driven ESEEM experiment ( ref.6,ll) which requires intense radio-frequency (rf) B-fields. The 
efficiency of the ENDOR probehead could be improved by an rf shield as confirmed by measurements and 
calculations. 

For the first time, three dimensional microwave (mw) electromagnetic field distributions in a pulsed ENDOR 
probehead have been calculated. The influence of the rf shield, the rf coil, the coupling loop and all dielectrics 
have been included in this numerical computation. 

HIGH SPEED RECEIVER PARALLEL PROCESSOR 

The application of multichannel high speed receivers with sampling frequencies fs = l/At up to 400 MHz is 
now common practice in FT-EPR. However, the transfer of the digitized data to a computer for data accu- 
mulation is time consuming and limits the experimental repetition rate. FT-EPR or saturation recovery ex- 
periments require a large bandwidth. This leads to a low signal-to-noise ( S / N )  ratio assuming sensitive EPR 
signal detection. The improvement of a low S / N  ratio requires a large number of additions. The dynamic 
range D ( ref.12) defines the required number of additions to achieve a desired S / N  improvment of the re- 
ceiver input signal. 

(S/N) :u tpu t D = 2  
i n w t  

865 



866 J. FORRER eta/. 

I I 

ADDRESS 

The architecture of the receiver parallel processor is shown in Fig. 1. The amplified signal is passed 
through a low-pass filter with a cutoff frequency fc of 1/(2At) to 1/(4At) where At is the programmable sam- 
pling interval (20-200 ns). It should be noted that the design of this parallel processor was realized 15 years 
ago ( ref.1) and that sampling intervals as short as 2.5 ns are possible with todays modem ECL electronic 
components. After analog-to-digital convertion (ADC) each bit of the first eight digitized data are directed 
into an 8 bit shift register and directed for data processing into eight parallel working processor memory 
boards (Tl-Tg). Each processor board consists of an arithmetic logic unit, a 128x23 RAM array and a buff- 
er register with 3-state outputs. A 23 bit word was used yielding a wide dynamic range. The first eight data 
(channels) are processed and stored in address location 2', at the same time the second eight digitized data 
are shifted into a second shift register array and then directed to the parallel processor boards to be pro- 
cessed and stored in the incremented address location (2l). The first processor board (T1) processes and 
stores signals corresponding to channel 1,9,17. The second (Ti) handles channel 2,lO and 18 etc.. The tim- 
ing between data shifting and processing is improved with two alternate working shift register arrays (Fig. 
1). Parallel processing in this manner improves the experimental repetition rate by a factor of 500 - lo00 re- 
sulting in a pronounced improvement in sensitivity. The programmable address length determines the num- 
ber of channels and allows the accumulation of the desired number of data points (channels). In principle, 
this is used to optimize the repetition rate and the spectral resolution ( ref.13). The data are processed by 
means of adding a programmed number of decays and subtracting the same number of off-resonant back- 
ground synchronous noise traces with a frequency of 100 Hz. The subtraction of these noise traces prevents 
fast overloading. Finally, the accumulated data may be transfered to a computer for further data handling or 
displayed on a CRT via address counter and time select unit (BCD to decimal decoder). 
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Fig. 1 Simplified block diagram of the high speed receiver parallel processor. 

An application of the high speed receiver parallel processor system is given in Fig. 2 ( ref.14-16) which 
shows saturation recovery signals of stearic acid spin label 24 14-carboxytet1adecyl)- l-ethyl-4,4-dimethyl- 
3-oxyzlidinoxyl (14NC16) in dimyristoylphosphatidylcholine liposomes with and without cholesterol. Each 
of the two decays consists of 6.106 experiments that have been accumulated in 5 minutes (At = 20 ns, 512 
channels). 
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Fig. 2 Saturation recovery signal of I4NC16 
(0.5 mol%) in ~ m ~ s t o y ~ p h o s p h a ~ d y ~ ~  cholbe 
liposomes at 3 7 0 ~ .  p~ = 9.5. (A) no cholesterol, 
(B) with 30 mol% cholesterol ( ref.15). 

Reflected Power/W 
Fig. 3 Bandwidth versus reflected power for over- 
coupled resonators with different unloaded Q values: 
Q,, = 300, lo00 and 5000 ( incident power: lkw). 

MICROWAVE RESONATORS 

Lumped-circuit resonators have emerged as the most suitable resonator structures for time domain EPR ap- 
plications ( ref.7,17,18). A high filling factor and a relatively low Q value are properties of these resonators. 

1. Microwave coupling 

The mw power may be coupled to mw resonators by a loop (Fig. 5 )  or a AJ4 antenna, which both are at- 
tached (soldered) to a mw coaxial-cable (coax), or it is coupled via an iris. The coupling coefficient P is de- 
fined by 

P = (l+ll-l)/(l-lr-l) (2) 

Ill2 = Pr/Pi . (3) 

I l l  is the magnitude of the reflection coefficient, P, is the reflected power and Pi is the incident power. The 
coupling coefficient p is mechanically set by the distance between the coupling loop and a high B-field area 
or by the AJ4 antenna and a high E-field region of the resonator. If an iris is used, p is influenced by the di- 
mensions of the iris. The iris is placed at a position of the resonator shield with maximum current. 

2. Microwave overcoupling 

The usual values of the unloaded quality factor, Q,,, of these mw resonators lie between 200-2000. These 
values are still too high to achieve bandwidths 2 100 MHz at a resonant frequency of 10 GHz. To overcome 
this problem, overcoupling between the mw source and the resonator impedance is used ( ref.19). Since 
overcoupling causes power reflection of part of the incident mw power, it always is a trade-off between the 
desired bandwidth, the Q,, value and the available mw power for the excitation of the spin system. The rela- 
tion between achievable bandwidth b and reflected power P, for 1kW incident power is given by: 

where fmw denotes the mw frequency. Fig. 3 shows the bandwidth as a function of the reflected power for 
overcoupled mw resonators with three different Q,, values. For a bandwidth of 120 MHz and a Q,, = 5000 
(TE1m cavity), only 60 W of mw power enters the resonator, whereas for Q,, = 300 (BLGR), 760 W mw 
power are available for the excitation of the sample. Hence, overcoupling is much more efficient for reso- 
nators with relatively low Q,, values. 
Experiments confirm that low Q values are easy to achieve by a slight overcoupling of resonators with Q,, 
values between 200 - 500. Overcoupling becomes especially important at liquid Helium temperature where 
Q,, increases up to a factor three compared to the value at room temperature ( ref.20). 
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PULSED ENDOR 

1. Spectrometer 

A block diagram of our tuned, pulsed X-band ENDOR spectrometer ( ref.11,21-23) is shown in Fig. 4a. 
A Varian E-Line spectrometer is extended to a computer conmlled pulsed ENDOR instrument. Rf pulses 
are generated by an rf modulator and a pulse sequence generator with pulse lengths 2 0.1 ps. The rf is 
swept by a computer controlled rf oscillator (Wavetek 3000). Impedance matching between the pulse rf am- 
plifier (output: 2.5 kw) and the parallel resonant circuit consisting of an rf coil and a variable vacuum ca- 
pacitor (Jennings CML 8-650 pF, 5 kV) is achieved by three in series connected matched power line 
transformers ( ref.24,25). Automatic frequency tuning is achieved by a phase control loop which consists of 
a phase discriminator, an rf filter, an isolation and hysteresis amplifier, and a stepper motor. An rf field 
strength up to 20 mT can be produced in the frequency range between 3 and 35 M H z  with a pulse power of 
2.5 kW. This corresponds to a field strength ten times larger than that obtained with broad band systems. 

This instrumentation has been used for pulsed ENDOR experiments where high rf fields are required, as for 
example for liquid samples ( ref.9). In such isotropic systems, echo modulations can not be generated, since 
in the Hamiltonian nonsecular terms are absent. In an rf-driven ESEEM experiment ( ref.6,11), such terms 
may be created by intense rf irradiation during the mw pulse sequence. Echo modulations with a depth pro- 
portional to the square of the rf field strength are observed, if the rf irradiation is tuned to one of the nuclear 
transition frequencies. These modulation frequencies are related to the hyperfine coupling constants. The 
modulation pattern measured with rf-driven ESEEM also contains information about the number of equiva- 
lent nuclei. Rf-driven ESEEM pattern of the galvinoxyl radical in mineral oil is shown in Fig. 4c. 

2. Probehead 

The probehead is the main part of the spectrometer which determines the sensitivity. The resonator for 
pulsed ENDOR consists of a BLGR and a solenoidal flat coil that generates the rf field, and serves simulta- 
neously as mw radiation shield ( ref.9). BLGR and rf flat coil are mounted in a cylindrical copper housing 
representing the rfradiation shield. A longitudinal cross section of the set-up is shown in Fig. 5. 

The flat coil is made by electrochemical deposition of copper on a chemically treated Teflon rod (length: 32 
mm, outer diameter 2 11 mm) with the structure of the flat coil machine cut on the surface. The copper plat- 
ed Teflon rod ( ref.25) is then machined to produce the actual shape of the coil (Teflon wall thickness: 0.5 
mm; coil dimensions: 0j,, =10.5 mm, OO,,t = 12 mm, length: 32 mm with 4 to 26 turns). 

3. MW resonator 

The recently introduced X-band BLGR ( ref.7-10) has proven to be a favourable resonant structure for 
pulsed EPR and ENDOR experiments. It is distinguished by a high filling factor, a high rf transparency up 
to 200 M H z  ( ref.9), a high resistivity against electric break through, a large sample access (5 mm i.d.), and 
a low Q value which leads to suitable overcoupling conditions (Fig. 3). 

A cross section at half height of the BLGR is shown in Fig. 6. The resonant structure is formed by metallic 
layers of 0.5-4 pm thickness on the inner and outer surface of a quartz tube (0,, = 6 mm, Oimer = 5 mm, 
length = 4-10 mm). The metallic layer inside the quartz tube is split by two gaps parallel to the tube axis and 
bridged by two metallic layers on the outside. The bridged gap structure favours four high E-field areas be- 
tween the outside of the metallic loop and the bridge. This structure reduces the droop of the B-field in the 
gap areas and also the E-field strength in the sample area. The inner loop forms the inductive part, the brid- 
ged regions the capacitive part. This structure together with the mw shield determines the resonant frequen- 
cy. The mw shield either consists of a metallized quartz tube, an rf flat coil or a solenoid applied for fast 
field jumps. The Q value may be adjusted by varying the thickness of the metallic layers ( ref.7). 
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a) Block diagram of the tuned, pulsed ENDOR spectrometer. 
b) Two-pulse electron-spin-echo decay of the galvinoxyl radical in mineral oil ( 
c) Rf-driven ESEEM pattern of the same radical, room temperature, 04.42~ = 21.307 MHz, Brf = 11.9 mT. 
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Fig. 5 Longitudinal cross section of the lower part of the 
pulsed ENDOR probehead with a 6.5 turn rf flat coil. 
Radio-frequency range: broad band 1-200 MHz; 
tuned: 15-36 MHz; mw resonant frequency: 9.2 GHz; 
x/2 mw pulse power: 13 W (mw band-width: 40 MHz, 
pulse width: 20 ns). 

Fig. 6 Cross section of the BLGR at half 
height of the resonator. The defined co- 
ordinate system will be used throughout 
the numerical calculations. The z-axis is 
parallel to the resonator axis. 
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FIELD COMPUTATIONS 

In an effort to obtain detailed information about the influence of the rf flat coil on the mw B- and E-field dis- 
tributions in the sample area of the pulsed ENDOR probehead numerical computations have been carried 
out. The calculations are based on a special finite-difference method ( ref.27-29) that solves the Maxwell 
equations in a consistent way. Each of these equations are transformed to equivalent matrix expressions that 
can be subsequently treated by matrix mathematics and suitable numerical methods for solving matrix prob- 
lem s . 
The full size of the ENDOR probehead with rf coil or a metallic shield (Fig. 5 )  has been modeled in a grid 
of 160000 nodes with 990000 unknowns. This includes the rf shield with a diameter of 25.5 mm, the Teflon 
coil support, the rf flat coil with 6.5 turns, the quartz tube with the metallic B U R  structure, the Rexolite 

a 

b 

Fig. 7 
a) Modeled copper rf flat coil 

without Teflon support tube, 
length: 32 mm 0h: 10 mm. 

rf flat coil. 
b) Photograph of the original 

Fig. 8 
a) ENDOR set-up, the number denotes: (1) Teflon sample tube, (2) metallic 

layers of the BLGR, (3) resonator quartz tube, (4) Rexolite resonator 
holder, (5 )  copper rf flat coil, (6) coupling loop, (7) Teflon rf flat coil 
support, (8) rfcopper shield, (9) Teflon support tube,(lO) rf feeds 
terminated with 50 Q. 

E-field distribution in the xz and xy plane of two probeheads. 

b) BLGR with a solid mw shield (5) 
c), d) cross section at half height of the resonant structure (a) with, 

(b) without rf coil. 
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holder of the BLGR, the Teflon sample tube, the coupling loop, and the 50 R coax feed to the rf coil. An ex- 
ample of a modeled part, the rf flat coil, is shown in Fig. 7 together with a photograph of the original coil. 
The pitch of the turns are realized in four steps. The discretized Maxwell equations are solved for each grid 
cell with the program MAFIA ( ref.30) on a IBM RS 6000/320. Similar computations of the BLGR have 
been presented in earlier works ( ref.7). 

The computations show that both probeheads (with solid mw shield or with rf coil) have resonant frequen- 
cies at 6 and 9.2 GHz. In an attempt to shift the frequencies the modeled bridge width b (Fig. 6) of the 
BLGR was reduced from 2 to 1.5 mm. The lower frequency of 6 GHz was not affected by this change but 
the higher was shifted from 8 to 9.2 GHz. With an rf coil the upper frequency is down shifted by about 30 
MHz in contrast to a solid mw shield. The E- and B-field distributions in the xz and xy planes of these two 
resonators are presented in Fig. 8 and Fig. 9, respectively. The xy plane is placed at half height of the reso- 
nator. The E-field distribution in the ENDOR probehead and the BLGR with a solid mw shield are quite dif- 
ferent from each other (Fig. 8). The E-field penetrates through the spaces between the windings of the rf coil 
and has also a finite amplitude outside the rf coil. 

Fig. 9 B-field distribution in the xz and xy plane of two probeheads. 
a) ENDOR set-up (maximum arrow: 19.1 mT) 
b) BLGR with a solid mw shield (5), (maximum arrow: 19.5 mT) 
c), d) cross section at half height of the resonant structure, (a) with and (b) without rf coil. 
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The dimensions of the housing result in no additional modes. The E-field strength between the coupling 
loop and the metallic layers of the BLGR is very high. This may be critical for a too strongly overcoupled 
BLGR where the coupling loop is very close to the resonator. 

Fig. 9 shows for both cases a very homogeneous B-field distribution in the sample area but not in the cou- 
pling loop region. A pronounced deviation of the direction of the B-field vectors towards the bridged gap 
area (along x) in the xy plane has no influence on the transition probability, if the static field is perpendicular 
to the xz plane. It is remarkable that the homogeneity in the xy plane (Fig. 9c,b) is not influenced by the 
semi-open mw shield represented by the rf coil. 
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